Fiber photometry permits monitoring fluorescent indicators of neural activity in behaving animals. Optical fibers are typically used to excite and collect fluorescence from genetically-encoded calcium indicators expressed by a subset of neurons in a circuit of interest. However, a quantitative understanding of the brain volumes from which signal is collected and how this depends on the properties of the optical fibers are lacking. Here we analytically model and experimentally measure the light emission and collection fields for optical fibers in solution and scattering tissue, providing a comprehensive characterization of fibers commonly employed for fiber photometry. Since photometry signals depend on both excitation and collection efficiency, a combined confocal/2-photon microscope was developed to evaluate these parameters independently. We find that the 80% of the effective signal arises from a 10 5 -10 6 µm 3 volume extending ~200 µm from the fiber face, and thus permitting a spatial interpretation of measurements made with fiber photometry.
Introduction
In the last decade, optogenetics has become widely used for optical control of neural activity [1] [2] [3] . Simultaneously, new implantable devices, mainly based on waveguides [4] [5] [6] [7] [8] [9] [10] [11] or micro light emitting diodes (µLEDs) [12] [13] [14] [15] [16] [17] , have been developed for light delivery in the living brain. Recently these optical approaches have been extended to also monitor neural activity, detecting fluorescence variations over time of genetically-encoded fluorescent indicators of intracellular calcium (GCaMP) or transmembrane voltage [18] [19] [20] [21] [22] [23] . Although new devices utilizing integrated photodetectors and µLEDs have been described [24] , traditional flat-cleaved optical fibers are broadly used for both triggering and collecting fluorescence in vivo in freely behaving animals. This approach is typically referred to as fiber photometry [25] [26] [27] [28] [29] [30] [31] [32] [33] [34] [35] [36] [37] [38] [39] [40] [41] [42] [43] [44] .
While emission properties and light delivery geometries of optical fibers in the brain are wellknown [45] [46] [47] , the study of their light collection properties is lagging. Even though an analytical model in quasi-transparent medium can be derived [48] , only Monte Carlo simulations with spatial resolution of tens of micrometers have been used to estimate light collection properties from volume containing turbid medium [49] [50] [51] [52] [53] . Experimental measurements have been done mainly to evaluate on-axis performance (i.e. how light collection efficiency depends on the distance from the fiber face along the main axis of the fiber) [54] . However, in vivo much of the light collected likely both arises from off-axis flourophores and depends on the numerical aperture and size of the fiber in a manner that is fundamentally different. Thus, an overall understanding of volumetric light collection is lacking, and is needed to help neuroscientists in designing experiments and interpreting their data.
In this study, we characterize the light collection properties of optical fibers typically used to monitor fluorescence in the brain. A combined confocal/2-photon laser-scanning microscope is used to measure the light collection and emission diagrams in scattering tissue. The two-photon path was used to raster scan a point-like fluorescence source around the fiber facet. Measurement of the fluorescence collected by the fiber as the point source moves provides a measurement of the 3D collection maps. In addition, descanned pinhole detection, implemented on the same scanhead, was used to measure emission diagrams within the field of view, thus providing an understanding of the distribution in the tissue of excitation photons emitted by the fiber. The two information are combined to determine the "photometry efficiency -ρ(x,y,z)", taking into account both excitation and collection efficiency in the tissue volume of interest. This method is exploited to compare flat-cleaved optical fibers with different numerical aperture (NA) and core diameter (a) in semi-transparent solutions and in brain slices. We found that fibers with different NA and the same core diameter behave similarly in terms of spatial decay along the fiber axis, with collection volumes larger for higher NA mostly due to out-of-axis signal. These findings are supported by analytical and ray tracing collection maps. Our results highlight previously unknown aspects of light collection from brain tissue with optical fibers that will guide the design of future fiber photometry experiments.
Results

Numerical estimation of optical fibers collection field
As schematically represented in Fig. 1A , the light generated from an isotropic fluorescent source is collected by an optical fiber with a certain efficiency that depends on optical fiber properties (numerical aperture and diameter) and on the properties of the medium between the source and the fiber (refractive index, absorption and scattering). For a given fiber with core diameter a and numerical aperture NA, immersed in a homogeneous medium with refractive index n, the analytical approach provided by Engelbrecht et al. [48] estimates the 2D map of collection efficiency y (NA, n, a, x, z) as the fraction of the power collected by the fiber core from an isotropic point source located in the (x, z) place (see Fig. 1A for axis definition). To numerically estimate the collection field of optical fibers typically employed for in vivo fiber photometry, while considering tissue absorption and scattering, we combined the approach in Ref. [48] with a ray tracing model. In the following, we first extend the method proposed by Engelbrecth et al. [48] to take into account the light entering the waveguide from the cladding front face; we then use the results to validate a ray tracing model that numerically estimates the fiber collection field in scattering brain tissue (see Materials and Methods).
The collection efficiency η for a fiber with core diameter a, cladding diameter b, core refractive index ncore, and cladding refractive index nclad can be written as (NA, '()* , , , , , ) = (NA, , , , ) + 3NA *4 , , , , 5 − 3NA *4 , , , , 5, (1) where NA *4 = 9 ':;< = − = = > '()* = − NA = − = is the equivalent numerical aperture of the cladding/external medium interface [55] , with the term y (NAeq, n, b, x, z) -y (NAeq, n, a, x, z) accounting for light collected by the cladding. Taking advantage of the cylindrical symmetry of the system, values of η throughout the whole space filled by the external medium can be obtained. Meridional slices (y = 0) of such volumes are shown in Fig. 1B for optical fibers with three different configurations of NA/core diameter (0. 22/50µm, 0.39/200µm and 0.50/200µm, respectively) . These maps show the presence of a region with constant collection efficiency next to the fiber core, roughly described by a cone with base coincident with the fiber facet surface and vertex lying on the waveguide axis at [48] ? = 2 • tan(NA⁄ ) . (2) Interestingly, for 0.39/200µm fiber the maximum collection efficiency region lies along the lateral surface of the cone, due to the fact that NAeq > NA, whereas this does not happen in the case of the 0.50/200µm fiber. This difference between 0. 39/200µm and 0.50/200µm fibers is clearly visible also in the axial collection profiles (blue lines) (Fig. 1E ). In the case of the 0.39/200µm fiber, as a result of cladding collection a peak in the collection efficiency is observed at the boundary of the constant region close to the fiber (red arrow in Fig. 1E , middle panel) on the other hand, for the 0.50/200µm cladding collection is reflected only in a local change of slope (red arrow in Fig. 1E . bottom panel). Ray-tracing simulations were performed by scanning an isotropic point source at λ = 520nm across the xz plane (the ray tracing setup is shown in Supp. Fig. S1 ). Modeled light rays entering the fiber within NAeq were collected through a short length of patch fiber (200mm) and measured if they reached a hypothetical detector at the distal end of the fiber (Fig. 1C) . This configuration simulated the potential leakage of light rays outside NAeq that propagate in the cladding. A comparison in terms of axial collection profiles in (Fig. 1E) shows a very good agreement with the analytical model for both the geometrical behavior and the absolute collection efficiency values. In particular, the maximum collection efficiency η for the 0.39/200µmNA fiber was found to be ~ 0.03 whereas in the case 0.50/200µm it was estimated to be ~ 0.04.
Since the ray-tracing approach gave results consistent with those derived with the analytical method, we extended the numerical simulations to model turbid media, such as scattering brain tissue. We modeled the medium around the fiber with Henyey-Greenstein scattering, to simulate absorption and scattering properties of brain tissue [56, 57] (refractive index n = 1.360, mean free path l = 48.95µm, anisotropy parameter g = 0.9254, transmission coefficient T = 0.9989). The resulting maps of collection efficiency for 0. 22/50µm, 0.39/200µm, and 0.50/200µm fibers are shown in Fig. 1D . As a comparison, the axial profiles of analytical and numerical estimation of η for both transparent and turbid media are reported in Fig. 1E for all the investigated fibers. When absorption and scattering of the medium are taken into account, the constant region in collection efficiency almost disappears, and η starts decreasing immediately after the fiber facet. The maximum η value remains ~ 65% higher for the 0.50/200µm fiber with respect to 0.39/200µm. However, the collection efficiency decrease is slightly steeper for the 0.50/200µm fiber, reaching 50% of the maximum at 250µm from the fiber facet, compared to 300µm observed for the 0.39/200µm fiber.
Direct measurement of collection field in quasi-transparent fluorescent media
A two-photon (2P) laser scanning system has been designed and built to directly measure the light collection field of optical fibers. A block diagram of the optical path is illustrated in Fig. 2A : the optical fiber was submerged in a fluorescent PBS:fluorescein solution (30µM) and a fs-pulsed near-infrared laser (lex = 920nm) is used to generate a fluorescent voxel that is scanned in three dimensions close to the fiber facet. Scan in the xz plane was obtained by a two-axis galvanometric scanhead on a ~1.4×1.4mm 2 field of view (FOV), with the microscope objective (Olympus XLFluor 4x/340) mounted on a y-axis piezo focuser to obtain volumetric scan. The voxel emission is collected by the same objective and detected by a non-descanned photomultiplier tube ("µscope PMT"). This gives a measurement of the total fluorescence generated and, if needed, can be used to compensate for changes in excitation efficient by the scanning point source. Simultaneously, the fraction of the voxel's fluorescence that is collected by the optical fiber and guided to a second PMT ("fiber PMT") was measured. The point spread function (PSF) of the two-photon epifluorescence system has been measured to be 3µm laterally and 32µm axially (see Supp. Fig. S2 and Materials and Methods for details), with the large axial extent resulting for the low NA objective necessary to scan over a large field of view.
During volumetric raster scanning of the 2P spot, Scanimage software (Vidrio Technologies) was used to reconstruct images from both the µscope PMT and the fiber PMT signals, allowing pointby-point mapping of the light intensity collected from the optical fiber within the scanned volume. Fig. 3 shows the signal collected along the x = 0 plane. These images were corrected for unevenness of illumination within the FOV by using the related signal on the µscope PMT. In addition, the gain G of the system was estimated by noise analysis at each measurement session and used to convert the PMT signals into numbers of photons (see Materials and Methods for details). For a direct comparison, analytical collection maps were also computed convolving η and a three-dimensional function modeling the experimental PSF ( (Fig. 2B) , the region of maximum collection does not lie on the optical axis, but in two lobes near the boundary of the core: this can be ascribed to the fact that light is efficiently guided not only by the core-cladding interface, but also by the waveguide formed by the cladding and the external medium (i.e. the PBS:fluorescein solution).
By assembling the data from the measurement planes collected into the volume, the full threedimensional collection fields can be reconstructed and used to illustrate the iso-intensity surface at 10%, 20%, 40%, 60%, and 80% of the maximum number of collected photons (Fig. 3A) . The volumes enclosed by these surfaces reflect those from which a given fraction of the collected photons arise and hence determine the effective volume from which functional signals can be detected ( Fig. 3C , increases as a function of NA, allowing for measurements with a higher signal-to-noise ratio.
Direct measurement of collection field in brain slices
The system depicted in Fig. 2A was also used to measure the light collection field of 0.39/200µm and 0.50/200µm optical fibers in 300µm thick brain slices stained with fluorescein. This was done to estimate the influence of tissue absorption and scattering on the geometrical features of light collection. Fig. 4A shows the results of these measurements for the two investigated fibers on the plane y = 0, with overlay of the isolines at 10%, 20%, 40%, 60%, and 80% of the maximum signal detected from the fiber PMT. A clear difference compared to the measurement in PBS:fluorescein solutions is that the flat collection efficiency region was disrupted by tissue scattering such that it was not possible to define the characteristic point at z0 for either fiber. This is also seen in the axial collection profiles reported in Fig. 4B , which show a very steep decrease of the collection curve starting at the fiber face. These findings are confirmed by comparing the results to those obtained using the ray-tracing model discussed above for both axial collection profiles (red lines in Fig. 4B ) and their derivatives (Supp. Fig. S4A ).
Taking advantage of the cylindrical symmetry of the fiber properties, the y = 0, x < 0 halfplanes of the measurements in Fig 4A were used to reconstruct the collection volume. The collection volume was reconstructed by 360° rotation after applying a 11x11 pixel moving average filter (details on the procedure are given in Materials and Methods). Iso-intensity surfaces of the reconstructed 3D collection field at 10%, 20%, 40%, 60%, and 80% of the maximum PMT counts value were calculated (Fig. 4C ). From these, their enclosed volume was measured and compared to those obtained in solution ( 
Photometry efficiency measurement
Above we describe an approach to estimate the collection efficiency of an optical fiber by scanning a point like source in the proximity of the fiber facet. However, in fiber photometry experiments fluorescence is generated by delivering excitation light (typically at 473nm or 488nm) and collecting the generated fluorescence (usually in the range 500nm-550nm) through the same fiber. Therefore, light intensity obtained from a specific position depends not only on how photons are collected from that point, but also on the efficiency at which fluorescence is excited at that point.
A photometry efficiency parameter r can therefore be defined as:
where η is the collection efficiency and b is the normalized light emission diagram of the same optical fiber used to collect light. In brain tissue, η can be estimated with the 2P scanning method detailed in paragraph 2.3. To estimate b in the same location where η is measured, pinhole detection was implemented in a de-scanned collection path. The scanning pinhole allows light to reach the detector only if it arises from a conjugate location in the tissue; thus, its intensity is determined by the efficiency with which light reaches the point from the fiber. In this way fiber emission diagram is measured in brain slices uniformly stained with fluorescein. A block diagram of the experimental setup is shown in Fig. 5A . A 473nm CW laser source is coupled to the fiber distal end and provides the excitation light. The fluorescence light excited in the brain slice by the optical fiber is imaged on the galvanometric mirrors and scanned through a pinhole aperture that conveys it on a pinhole PMT. This detector is used to reconstruct the fluorescence intensity map within the same FOV (same magnification and position) of the 2P scan used to estimate η (Fig. 5B-C , respectively.) These maps, upon normalization, give an estimation of the light emission diagram b and can be used in conjunction with the collection fields to estimate r (pixel by pixel product of η and b).
The resulting maps (Fig. 5D , with overlay of the isolines at 10%, 20%, 40%, 60%, and 80% of the maximum photometry efficiency) contain in each pixel a value proportional to (i) the amount of fluorescence light excited by the fiber in that pixel and (ii) to the amount of light collected from that pixel. These values describe the relative contribution of signal arising from each voxel and thus determine the spatial distribution of the sources of signal collected during a fiber photometry recording. This analysis reveals that, as expected from the effect of tissue scattering, the axial profile of r falls of faster with distance from the fiber face than the collection only diagram ( Similarly, volumetric analysis analogous to the ones described in Section 2.3 can be extended to photometry efficiency ( Fig. 6 ) to determine the volumes enclosed by the iso-intensity surfaces at 10%, 20%, 40%, 60%, and 80% total photometry efficiency. The higher numerical aperture 0.50/200µm fiber results in a normalized collection volume ~2.0 times higher than the 0.39/200µm fiber (on average: the plot of the ratio between the two datasets for the different iso-intensity surfaces is reported in Supp. Fig. S5 ).
Discussion
Although fiber photometry is regularly employed to investigate the relationship between neural activity and behavior as well as connectivity in neural circuits [25, 26, [37] [38] [39] [40] [41] [42] [43] [44] , the collection properties of optical fibers inserted into the brain are not yet well characterized. Neither analytical methods nor experimental data exist describing the spatial domain over which signals are collected and how it depends on the properties of the optical fibers used. In this work we introduce a series of approaches that define a photometry efficiency parameter. This is achieved by implementing a combined confocal/two-photon laser-scanning microscope to measure both the collection and emission diagrams from the same fiber in the same region ( Fig. 2 and 4) . The 2P path was used to estimate light detection diagrams in both quasi-transparent media and brain slices ( Fig. 2 and 3 , respectively), by generating a point-like source raster scanned close to the fiber facet. Fluorescence light is synchronously collected by the fiber, giving access to the three-dimensional collection map. The resulting data consistently agree with analytical and numerical estimations based on theory and ray tracing models. Even though the results shown in this work are referred to cortical area with fluorescence detection at 500-550nm, the method is readily adaptable to any wavelength and applicable to any brain region, potentially allowing to map brain regions that are better suited for collecting functional fluorescence. The method can also be applied to evaluate fiber photometry performances in any fluorescent turbid media.
According to our data, when scattering effects are neglected (i.e. the fiber is immersed in a homogeneous, non-turbid medium), the dominant effects of fiber size and numerical aperture can be evaluated. We find that the collection volumes mostly depend on the fiber core size, a, whereas NA affects the total number of photons collected. From a practical point of view, we formulate a photometry efficiency parameter, r, taking into account the overlap between the light collection fields and the light delivery diagrams. The latter was evaluated in stained brain slices (Fig. 5) through the confocal path.
In this respect, 0.39/200µm and 0.50/200µm fibers behave very similarly in terms of on-axis spatial decay of the collected signals (Fig. 5E ). The 0.50/200µm fiber, however, collects signal from a volume approximately two times bigger with respect to the 0.39/200µm fiber ( Fig. 4D and 6B) , mainly due to out-of-axis contributions. Our results suggest that the influence of the numerical aperture in defining the axial (dorsal-ventral with a typical implantation of a fiber laong this axis) extension of the brain volume under investigation is marginal with respect to the effect of the fiber diameter. Optical fibers with smaller core, such as the 0.22/50µm one, can be utilized to collect functional fluorescence signals from a restricted tissue volume, when localized information is needed.
From a practical perspective of fiber photometry experiments, data reported here help to set criteria in choosing the optical fiber to use in a specific experiment: (i) the fiber core size should be chosen according to the volumetric extent of the functional area of interest; (ii) if on-axis contribution is preferred (e.g. cortical columns), a lower NA should be used; (iii) if a low count rate is expected, high NA fibers can help by detecting additional out-of-axis fluorescence.
We propose that the methods used here can become part of photometry measurements pipelines, especially when unconventional devices are used (since it can be simply extended to any fiber-coupled device): scientists could potentially benefit from its application in the selection of the best device to match their experimental needs. Moreover, the visualization of the effective area involved in the measurement allows for the individuation of sub-regions of interest, refining both experimental design and data analysis.
Materials and Methods
Fiber stubs fabrication
Fibers stubs were realized from 0.22/50µm (Thorlabs FG050UGA), 0.39/200µm (Thorlabs FT200UMT), and 0.50/200µm (Thorlabs FP200URT) multimode optical with cladding diameters of 125µm and 225µm, for 0.22/50µm and 0.39/200µm-0.50/200µm fibers respectively. After peeling off the buffer, stubs were trimmed to size using a fiber cleaver (Fujikura CT-101) and connectorized to a stainless-steel 1.25mm ferrule. Metallic ferrules were employed to minimize auto-fluorescence artifacts. The connectorized ends of the stubs were then manually polished. Fiber patches were realized from the same fiber types and connectorized using a stainless-steel ferrule on the proximal end and a SMA connector on the distal end, with respect to the stub. During experiments, the stubs were connected to a patch fiber of matching NA and core/cladding sizes via ferrule to ferrule buttcoupling. The patch fiber has a fully preserved core/cladding/buffer structure, that influence propagation of light collected and guided by the cladding of the fiber stub. For the 0.39/200µm and 0.50/200µm fibers, light entering the cladding can propagate in the patch fiber since the buffer has a refractive index nbuf <nclad. For 0.22/50µm fiber, instead, the acrylate buffer refractive index is nbuf = 1.4950 at 520nm [58] , higher than nclad = 1.4440, thus preventing light to be guided into the cladding of the patch fiber.
Analytical calculation of fiber collection efficiency
Analytical 3D maps of fiber collection fields for an ideal point source were calculated for 0.22/50µm, 0.39/200µm, and 0.50/200µm fibers following Engelbrecht et al. [48] . We extended their work to include the cladding front face contribution to the collection fields of 0.39/200µm and 0.50/200µm fibers by implementing Eq. (1). The refractive index of the silica core (ncore = 1.4650 at 520nm) has been retrieved from the online database [59] , while the refractive index of the cladding (nclad) has been calculated to provide the nominal numerical aperture. In Eq. (1), y (NA, n, a, x, z) is the same as in Ref. [48] , while the term NAeq, n, a, x, z) takes into account light collection from the cladding facet (see Supp. Script 1). In particular, y (NAeq, n, b, x, z) is the collection efficiency of a fiber with diameter b that guides light by virtue of the refractive index contrast between the surrounding medium and the cladding with numerical aperture NAeq. However, the cladding has a thickness b-a with circular crown shape, and therefore the collection efficiency from the region overlapped to the core, y (NAeq, n, a, x, z), should be subtracted. This modeling was used for obtaining the collection efficiency maps for point-like sources shown in Fig 1(b) . To extend these data to the case of an extended source, three dimensional maps for point-like source were obtained by rotating collection efficiency maps in the y = 0 plane around the fiber axis (see Supp. Script 1). The obtained 3D maps were then convolved with a 3D representation of the actual focal spot generated by the microscope (see Supp. Script 1). This latter was modeled as a Gaussian function with lateral FWHM rx,z = 3µm, and axial FWHM ry = 32µm, modeling the PSF of the used experimental configuration (see below for details in the PSF measurements).
Ray tracing simulation of fiber collection efficiency
Ray tracing simulations were performed using an optical model designed with commercial optical ray-tracing software Zemax-OpticStudio to simulate the behavior of light collected by the optical fibers. The implemented layout is shown in Supp. Fig. S1 . Flat fibers were represented as two nested cylinders simulating core and cladding of nominal diameters (50µm/125µm for 0.22NA Thorlabs FG050UGA fiber, 200µm/225µm for 0.39NA Thorlabs FT200UMT and 0.50NA Thorlabs FP200URT fibers). Numerical apertures of the fibers were defined by setting the respective core/cladding refractive indexes ncore/nclad as 1.4613/1.4440 for 0.22/50µm fiber, 1.4613/1.4079 for 0.39/200µm fiber and 1.4613/1.3730 for 0.50/200µm fiber [59] . One of the two fiber facets was included within an optically homogeneous cylinder volume that simulated the PBS:fluorescein droplet or the stained brain slice. A fluorescence source was modeled as a 520 nm point source emitting 500k rays for a total power of 1W. To reproduce the experimental acquisition, the source was raster scanned across the half-plane y = 0, x > 0 (Fig 1(a) ). To optimize simulation time, steps along z and x were set to 25µm; for simulations concerning 0.22/50µm fiber the region in the proximity of the fiber (600µm along z and 500µm along x) were simulated with a grid step of 12.5µm, to better sample the smaller core. For each source position, the rays were collected from both core and cladding surfaces on the facet, propagated into the fiber and they were detected on a single-pixel squared detector placed at the distal end of the fiber. The detector size was matched to the cladding diameter. Refractive indexes were set as n = 1.335 for PBS:fluorescein solution and as 1.360 for brain-like scattering volume [60] . Scattering in the PBS:fluorescein solution was not modeled. Scattering in brain tissue was simulated following a Henyey-Greenstein model with parameters: mean free path m = 0.04895mm, anisotropy value g = 0.9254 and transmission T = 0.9989 [56, 57] .
From the computational point of view, the most demanding part of the simulation is rays propagation into the fiber, that experimentally is ~1m long and requires > 24h per simulation. To shorten simulation times, a relatively short length of the fibers was implemented (200 mm). This short length does not allow, however, taking into account losses of light entering the fiber outside the maximum accepted angle. Therefore, only rays describing an angle with the fiber input facet smaller than a threshold q th were considered in the power count, with KL = sin OP maxSNA, NA *4 T
. (4) For the 0.22/50µm fiber the cladding sidewalls were modeled as an absorbing interface to take into account for the leakage of light from the cladding (nclad = 1.4440 at 520nm [58] ) to the buffer (nbuf = 1.4950 at 520nm [58] ) into the patch fiber.
Brain slices treatment
Brain slices ~300µm thick were cut with a vibratome from wild-type mice brain. Slices were then fixed in PFA and permeabilized for 30min in 0.3% Triton X-100 (Sigma-Aldrich). Slices were then incubated with fluorescein (1mM in PBS) for 30min.
Acquisition and analysis of fiber collection fields
A combined confocal/two-photon laser scanning microscope was designed and built to perform the optical characterization proposed in this work. A full block diagram of the path used to measure collection fields is illustrated in Fig. 2(a) . The power of a fs-pulsed near-infrared (NIR) laser beam (Coherent Chameleon Discovery, emission tuned at λex = 920nm) is modulated by means of a Pockels cell (Conoptics 350-80-02), and a quarter wave plate (Thorlabs AQWP05M-980) has been used to obtain circularly polarized light. The laser beam is expanded by a factor 5 and xz-scanned with a galvo/galvo head (Sutter). The microscope objective (Olympus XLFluor 4x/340) is mounted on a y-axis piezo focuser (Phisik Instrument P-725.4CD), and fluorescence signal is excited into a quasi-transparent 30µM PBS:Fluorescein solution or into a fluorescently stained brain slice. Fluorescence light is re-collected by the same objective and conveyed without descanning on the entrance window of a photomultiplier tube (PMT, Hamamatsu H10770PA-40, the "µscope PMT") through a dichroic mirror (Semrock FF665-Di02), two spherical lenses (Thorlabs LA1708-A and LA1805-A), and a bandpass filter (BPF, . During experiments in solution, fiber stubs were submerged in a PBS:Fluorescein droplet held in the sample plane by a hydrophobic layer. After a butt-to-butt coupling with a patch fiber of matched NA and core/cladding diameter, the light back emitted from the fiber was collected through a microscope objective (Olympus Plan N 40x) and sent to the entrance window of a PMT (Hamamatsu H7422P-40, the "fiber PMT"), through two spherical lenses (Thorlabs LA1050-A and LA1805-A) and a BPF .
A focal spot was then generated and scanned in the vicinity of the fiber facet covering a field of view of ~1.4×1.4mm 2 with 512×512 pixels, with the beam resting on each pixel for ~3.2µs. Laser power and PMTs gain were adjusted to optimize signal to noise ratio. For each measurement, a 400µm thick stack was acquired with a 5µm step along y, starting slightly below the fiber axis and finishing above the fiber. Each slice in the stack was averaged out of 5 frames. were acquired by illuminating a confined and homogeneous region in the fluorescein drop. Stacks acquired through the fiber PMT were corrected slice-by-slice for unevenness in excitation, by scaling them against the normalized corresponding image collected by the µscope PMT. The frame acquired for gain measurement of the epi-fluorescence path has been used to correct for slight variability of laser power between measurements, proportionally to the pixel average value. Uncertainty sc on the cumulative number of photons shown in Fig. 3(c) 
where the superscript fiber and µscope identify the PMT, mean and standard deviation of G are evaluated over five consecutive frames, and the sum indexes span across the whole xy plane and up to z. The value of sc resulted to be less than 1% of Nc at all z for all fibers. Data processing was done through Supp. Script 2 and Supp. Script 3 for images collected in quasi-transparent medium and in brain slice, respectively.
Point spread function measurement
The PSF of the two-photon microscope was measured by imaging sub-resolution nanoparticles (100 nm) at 920nm with 160nm lateral steps and 2µm axial steps. For the 4X/0.28NA Olympus XLFluor 4x/340 objective, this resulted in a PSF with lateral FWHM rx,z = 3µm ± 1µm, and axial FWHM ry = 32µm ± 5µm (Supp. Fig. S2 ). Lateral and axial profiles were fitted with a gaussian function. Two nanoparticles were considered in this measurement, values shown are mean ± standard deviation.
Acquisition of spatially sampled fiber emission diagrams
The setup schematically shown in Fig. 5(a) was used to measure the emission diagrams of flat-cleaved optical fibers in tissue. Fibers were inserted into a 300µm thick fluorescently stained brain slice, 473nm light was coupled into the fiber through an objective lens (Olympus Plan N 40x), and the primary dichroic of the 2P microscope was removed from the system. Light emission from the tissue was collected through the microscope objective, descanned by the scan-head, focused into a pinhole , and detected by a PMT (Hamamatsu H7422P-40, the "pinhole PMT"). A BPF (Thorlabs MF525/39) isolated the wavelength band of interest. The pinhole size was set to 100µm.
Photometry efficiency calculation
Images acquired on the y = 0 plane by the fiber PMT and the pinhole PMT were used to determine the photometry efficiency. The image acquired through the pinhole was registered over the collection field to obtain a pixel-to-pixel spatial correspondence. The photometry efficiency maps were determined as the pixel by pixel product of normalized version of illumination and collection fields (see Supp. Script 4). One half of the photometry efficiency maps was employed to obtain a volumetric representation of this quantity, as reported previously. Figure S5 . Ratio of the volumes enclosed by the iso-intensity surfaces shown in Fig. 6(b (1); for i=1 :6 subplot ( Figures/axial_profiles.fig') ; % Plots normalized collection volumes figure(4); set(gca,'FontSize',20,'FontWeight','bold','LineWidth',2.5,'YScale','log'); xlabel('% of maximum number of photons','FontWeight','bold'); ylabel('Volume [\mum^3]','FontWeight','bold'); title(strcat('Collection volumes for a',{' '},num2str(NA),'NA/',num2str(core_diameter),'\mum core fibers in fluorescein')); hold on; plot (volumes, volumes_measurement, 'LineWidth', 3) ; legend('Experimental','Analytical (point source)','Analytical (extended source)'); box(); grid(); axis([0 100 1e5 1e9]); hold off; savefig(' Figures/normalized_volumes.fig') ; % Plots cumulative number of photons figure(5); set(gca,'FontSize',20,'FontWeight','bold','LineWidth',2.5);
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